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We report local spectra of the near-field thermal emission recorded by a Fourier transform infrared
spectrometer, using a tungsten tip as a local scatterer coupling the near-field thermal emission to the far
field. Spectra recorded on silicon carbide and silicon dioxide exhibit temporal coherence due to thermally
excited surface waves. Finally, we evaluate the ability of this spectroscopy to probe the frequency
dependence of the electromagnetic local density of states.
DOI: 10.1103/PhysRevLett.110.146103 PACS numbers: 68.37.Uv, 44.40.+a
Near-field optical measurements can probe the spectral
properties of materials with a subwavelength resolution
[1–4]. The near-field interaction between the sample and
the probe may result in frequency shifts and broadening of
plasmonic resonances [5,6]. Recent techniques [7,8] based
on the detection of the mechanical movement of the tip
appear to be sensitive and free of frequency shift. In this
Letter, we use a near-field microscope to probe the spec-
trum of the thermally emitted radiation instead of studying
the optical properties of the material. Our motivations to
study the spectrum of the thermally emitted field are
manifolds. It has been predicted [9,10] that the spectra
are very different in the far field and in the near field. In
particular, it was predicted [9] that the intensity increases
by orders of magnitude and becomes quasimonochromatic
when surface waves are supported by the interface.
The increase of the near-field intensity has been observed
experimentally [11]. As the energy emitted by a surface is
much larger close to the surface, the energy flux between
two surfaces at different temperatures separated by a sub-
micron distance is also enhanced by orders of magnitude
[12,13]. This has been reported in several recent papers
[14–16] where the enhancement due to the excitation of
surface waves on glass was observed. However, while the
enhancement of the energy density in the near field due to
the excitation of surface phonon polaritons appears to be
well documented, its spectrum has not been studied yet.
The prediction [9] of a quasimonochromatic spectrum could
find applications. It has been predicted that the efficiency of
a thermophotovoltaic device could be improved in the near
field [17–19]. Another application based on the quasimono-
chromatic character of the thermal field is the design of a
thermal rectifier [20].
So far, there is only one experimental observation of the
spectrum of the thermal emission close to the surface [21]
obtained using a heated tip brought in contact with a
surface under study. In this experiment, the sample is
heated by the hot tip and is therefore not at thermal
equilibrium. In our experiment, we aim at placing the sys-
tem in thermodynamic equilibrium by bringing the sample
at uniform temperature. As a consequence, we consider
the reverse situation of a homogeneously heated surface,
which we achieve by heating the entire sample using a
heated sample holder [11]. Hence, we make sure that all
the electromagnetic surface modes are equally populated
according to the Bose-Einstein statistics. It follows that the
emitted electromagnetic energy density is proportional to
the electromagnetic local density of states (EM-LDOS) as
discussed in Ref. [22]. This quantity plays a fundamental
role not only in the thermodynamic properties of the
system but also when studying the decay rate of an emitter.
Indeed, Fermi golden rule states that the decay rate is
proportional to the number of final states available. Hence,
the LDOS can be derived from decay rate measurements
[23–27]. Note that the LDOS projected parallel to the
dipole axis is detected when doing these measurements.
However, the spectral and polarization dependence can be
factorized to a large extent. Indeed, we are interested in the
spectral dependence due to the presence of a surface wave.
We stress that one should avoid heating of a too small area
of the sample when investigating surface polaritons as
their spatial coherence can extend up to several tens of
wavelengths [28,29].
Here, we report spectral measurements of the intensity
in the near field. We use a scattering type near-field micro-
scope that scatters the near-field intensity into the far
field. In what follows, we first describe the experimental
setup and present the data. We then discuss the results and
introduce a simple model to account for the perturbation
due to the tip.
The experimental setup is presented in Fig. 1. A resistive
heater controls the temperature T of the sample up to 473 K
in order to populate the modes by thermal excitation. To
detect the thermally excited modes, we use a tungsten tip
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that acts as a scatterer coupling the near field to the far field.
The tip oscillates perpendicularly to the sample surface at
a frequency  and hits it periodically. An electronic feed-
back maintains its averaged height at a preset value. The
scattered field is collected sideways by a Cassegrain objec-
tive mounted on a commercial infrared microscope, and
guided towards a nitrogen cooled mercury cadmium tel-
luride (MCT) detector through a Fourier transform infrared
spectrometer (FTIR). A lock-in amplifier connected to
the output of the detector allows one to detect the signal
at or at a higher harmonic. Note that it has been shown in
Ref. [11] that the detected signal, obtained thanks to the
setup which has been called thermal radiation scanning
tunneling microscopy (TRSTM), is not due to modulation
of the sample temperature by the tip, and that it survives
when the tip is close even if not in intermittent contact with
the sample surface. The FTIR includes a Michelson inter-
ferometer. A beam splitter separates the incoming radiation
into two beams which interfere at the detector after being
reflected. The FTIR is operated in step scan, changing the
path difference  between the two beams step by step with
moving mirrors. A stabilization delay of five times the time
constant of the lock-in amplifier is set at each step before
recording the signal S from the lock-in. The curve SexpðÞ
constitutes the interferogram. The spectrum of the incom-
ing radiation SexpðÞ, where is thewave number (¼1=,
with  thewavelength), is obtained by a Fourier transform of
SexpðÞ as in standard FTIR measurements [30].
To demonstrate the efficiency of TRSTM spectroscopy,
we present in Figs. 2(a) and 2(b), the near-field thermal
emission (NFTE) spectra recorded above planar silicon
carbide (SiC) and silicon dioxide (SiO2) surfaces. Both
materials support surface phonon polaritons, which are
FIG. 1 (color online). Sketch of the near-field thermal photon
spectroscopy setup. A resistive heater allows raising the sample
temperature up to 473 K. Thermal emission is scattered in the
near field by the apex of a tungsten tip which oscillates in
intermittent contact, with a fixed amplitude 100 nm and fre-
quency  32 kHz, perpendicularly to the sample surface. The
scattered electromagnetic field is collected sideways with a
Cassegrain objective (Numerical aperture NA ¼ 0:5) and ana-
lyzed by a FTIR combined with a MCT detector. The intensity at
the detector is measured at or at 2 with a lock-in amplifier in
order to eliminate background radiation, while the FTIR operates
in step-scan mode. The spectrum of the intensity of the NFTE
scattered by the tip SexpðÞ, where  is the wave number, is
obtained after a Fourier transform of the interferogram [30].
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FIG. 2 (color online). Experimental near-field thermal photon
spectra. (a) Spectra of the NFTE detected on silicon carbide
(SiC) at various temperatures between 471 and 330 K when
demodulating the signal at the tip oscillation frequency 
showing a peak due to thermally excited surface phonon polar-
itons. Inset: Same measurement at T ¼ 473 K, when demodu-
lating the signal either at  or at 2 to demonstrate that the
signal is due to scattering of the NFTE by the tip apex.
(b) Spectra of the NFTE detected on silicon dioxide (SiO2)
showing that the contribution due to surface phonon polaritons
when the tip is at the surface disappears when it is withdrawn by
1 m. The resolution in the spectra is 6 cm1. The near-field
thermal photon spectra measure the frequency dependence of the
electromagnetic local density of states (EM-LDOS) at the tip
apex. The experimental spectra measured with the tip on SiC and
SiO2 exhibit pronounced peaks associated with surface phonon
polaritons, which directly demonstrates partial temporal coher-
ence of thermal emission in the near field of both materials, in
striking contrast with far-field blackbody radiation [9,10,22].
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expected to produce a sharp peak in the EM-LDOS spectra
at th ¼ 948 cm
1 for SiC and th ¼ 1156 cm
1 for SiO2
[9,10,22], and spatial coherence of NFTE has been
demonstrated on a SiC sample using a diffraction grating
at its surface [28]. The measured near-field spectra exhibit
peaks at exp ¼ 913 cm
1 for SiC and exp ¼ 1110 cm
1
for SiO2. This is in good agreement with the theoretical
values, despite a slight redshift of about 40 cm1 which is
systematically observed in the experiments with respect to
theory. These spectra are the experimental demonstration
of partial temporal coherence of thermal emission in the
near field, a behavior predicted more than a decade ago [9].
In the experiments, NFTE scattered at frequency  is
separated from far-field thermal emission background
using a lock-in amplifier. Most importantly, we showed
that the spectrum recorded with the signal detected at 2
exhibits a peak as the one observed at  [Fig. 2(a), inset].
The field detected is thus strongly nonlinear with the
distance on the scale of the tip oscillation amplitude,
typically 100 nm [11]. We thus verify that the main part
of the signal arises from tip apex scattering, and not from
the slowly varying far-field background scattered by the
oscillating tip support. The peak absence when withdraw-
ing the tip by 1 m [Fig. 2(b)] further confirms the near-
field signal origin. Another important verification aims at
proving that measured spectra are not due to room tempe-
rature blackbody radiation produced by the environment
and scattered by the tip. Measuring the SiC sample
spectra between 473 and 330 K, we clearly observe that
the peak intensity decreases with temperature [Fig. 2(a)],
as expected for electromagnetic surface modes which
are thermally excited. The temperature dependence of the
dielectric constant is such that the linewidth of the
EM-LDOS is expected to vary by a few cm1 within this
range [29]. We could not resolve this thermal effect
because the tip-sample interaction induces a broadening
of the EM-LDOS peaks of a few tens of cm1, as we disc-
uss later. Neither did we detect in the spectra the influence
of the pressure which intermittently increases in the mate-
rial when the tip hits its surface, with a duty cycle of a few
percent. Remarkably, the experimental spectra presented
in Fig. 2 don’t show any features related to the far-field
thermal emission scattered by the tip since the signal
demodulation at  and 2 efficiently suppresses the far-
field components of the thermal field which exhibit slow
variations in the direction perpendicular to the sample
surface [31]. Note that we have also verified that the
thermal emission from the tip itself contributes negligibly
to the spectra recorded in our experimental configuration
(see the Supplemental Material, Part B [32]).
As pointed out previously, the peaks observed are red-
shifted. Similar frequency shifts have been observed in
experiments with scattering type probes combined with
an external source, which probe the tip-sample interaction,
and explained using a quasielectrostatic model [3,5]. Local
spectroscopy probes which detect a mechanical response
of an atomic force microscope cantilever due to absorption,
don’t produce any shift [6,7], but they have not been
adapted yet to the detection of the NFTE. In order to
explain the shifts, we developed a full theoretical descrip-
tion of a dipolar tip interacting with a plane surface,
including retardation effects [33]. The tip is approximated
by a point dipole located at its center. Note that the dipole
model has been established for the qualitative description
of apertureless near-field optical scanning microscopy
[34], which yields valuable physical insights into the
tip-sample coupling such as spectral shifts. This approach
neglects thus the anisotropic response of the tip with
respect to scattering [35], but appears to be sufficient to
describe the experimental spectra, as shown below. The
electromagnetic field Ed received at a detector includes
two contributions: one direct dipolar field and another one
due to the reflection by the sample (see Fig. 3). The electric
dipole moment at the tip position rt is the product of the tip
polarizability E with the local field at the tip position
ElocalðrtÞ. The field above the surface in the absence of the
tip is denoted E0ðrtÞ. In order to account for the multiple
reflections between the dipolar tip and the sample [see
Fig. 3(a)], we introduce an effective polarizability so that
EElocalðrtÞ ¼ 
$E
effE0ðrtÞ. It can be simply expressed with
the help ofG
$R
EEðrt; rtÞ, the reflected Green tensor giving the
field at the tip position from an elementary dipole at the
tip position:
$Eeff ¼ 
E½I
$
 EG
$R
EEðrt; rtÞ
1:
The expression of $Eeff is an extension beyond the qua-
sielectrostatic approximation which has previously been
used to describe scattering tips [3,34]. Finally, the field at
the detector position can be cast in the form
Ed ¼ ðg
$þ g$rÞ
$E
effE0;
where g$ and g$r are classical far-field operators relating the
dipole at a point to the field at another point in the far field
approximation, and, respectively, describing the direct
propagation and the one including reflection at the surface.
The signal hSthðÞi at a detector subtending an elementary
solid angle d is proportional to
hSthðÞi ¼
"0c
2
jEdj
2r2dd;
where rd is the tip-detector distance. This expression con-
tains quadratic expressions of E0 and 
$E
eff . The quadratic
expressions hE0ðrtÞE0ðrtÞi provide the electric component
of the EM-LDOS, which is proportional to the Green
tensor G
$R
EEðrt; rtÞ imaginary part [10]. The effective polar-
izability also depends on this quantity. Note that we have
only written the electric part, but analogous magnetic terms
can also be required. As a consequence, hSthðÞi is related
to the EM-LDOS, but not simply proportional to it due to
tip-sample interactions. This is exemplified in Fig. 3(b),
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where we compare the EM-LDOS calculated above SiC
[9,10,22] with hSthðÞi calculated for two spherical tip
radii. Note that the detector is considered oriented at  ¼
30 with respect to the surface normal, in order to simulate
the tilt angle of the Cassegrain objective in our setup. For
the 100 nm radius, the peak in hSthðÞi is close to that of the
EM-LDOS. For larger tips, one expects larger differences
between hSthðÞi and the EM-LDOS. We found that an
equivalent 1:6 m-radius spherical tip fits very well the
experimental spectra both above SiC and above SiO2. We
retrieve both peak frequency shifts (948 to 913 cm1 for
SiC, 1156 to 1110 cm1 for SiO2) and peak broadenings
for the two materials tested. In comparison with the
EM-LDOS, the signal detected in our experiment is thus
shifted and broadened by the tip and its interaction with
the sample which result in a frequency dependence in $Eeff .
As the spectra were measured with different tungsten
tips prepared in a similar way, the fact that good fits are
found when injecting the same tip radii in our model is
an indication of the robustness of the method. Rather than
representing the true geometry of the tip apex, it is reason-
able to assume that the large value rt ¼ 1:6 m required to
fit the spectra is linked to the peculiar geometry of the tip
(see Supplemental Material [32]) which extends along the
direction normal to the sample surface: a spherical dipole
whose center is placed at rt above the surface and the true
extended tip scatterer produce similar spectra. The advan-
tage of the spherical dipole model is that it requires only
one fitting parameter, rt, and that it can be solved exactly
while including retardation effects. As shown in Fig. 3(b)
and in the Supplemental Material (movie) [32], smaller tips
such as the 100 nm radius one, should produce TRSTM
spectra that are closer to the EM-LDOS ones. They could
be obtained, for instance, by grafting a 100 nm radius
metallic sphere at the extremity of a dielectric tip. As the
signal-noise ratio in the spectra shown in Fig. 2 equals
approximately 10, performing experiments with such a
small scatterer requires the use of mid-infrared detectors
with higher sensitivity than conventional MCT detectors
and/or improvement of the efficiency of the collection
optics. Note that the redshift in spectra measured with
commercial AFM tips is smaller than with homemade
tungsten tips, which points to a smaller effective dipole
radius for this type of probes [21]. Our results demonstrate
the efficiency of TRSTM spectroscopy as a means for local
spectral characterization of materials, provided that they
support surface resonances giving rise to a high electro-
magnetic energy concentration in the near field.
We have seen that TRSTM spectroscopy is a novel sub-
wavelength spectroscopic method which allows us to probe
the midinfrared spectrum of near-field thermal photons
produced near room temperature. Similarly to fluorescent
near-field probes based on decay rate measurements that
have shown that spatial variations of the LDOS occur near
plasmonic nanostructures [26,36], TRSTM spectroscopy
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FIG. 3 (color online). The effect of the tip on the measured
near-field thermal photon spectra. (a) The electromagnetic field
scattered by the tip and reaching the detector can propagate
through two different paths, being reflected by the sample before
the detector or not. The local field at the tip position depends on
multiple reflections with the sample, leading to a tip effective
polarizability. (b) Computations of the electromagnetic local
density of states (EM-LDOS) at d ¼ 100 nm and simulation
of the thermal radiation scanning tunnelling microscopy spectra
TRSTM () detected with tip radii rt ¼ 100 nm and rt¼1:6m
for d ¼ rt. The TRSTM signal with rt ¼ 1:6 m is shifted
and broadened due to the interaction between the sample and
the tip. Note that the calculated TRSTM spectra have been
divided here by ð!; TÞ ¼ @!=½expð@!=kBTÞ  1, where !
is the optical frequency, for a direct comparison with the EM-
LDOS [9]. (c) Comparison between an experimental spectrum of
the NFTE recorded on SiC at 471 K and a theoretical simulation
with rt ¼ 1:6 m showing that both the redshift and the broad-
ening are reproduced by the model.
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should allow for the investigation of spatial and spectral
properties of the EM-LDOS of photonic and plasmonic
nanostructures.
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